[Technical modification of the endocardiac electrode catheter of the pacemaker for easy removal after long-term use].
In treating a.v. block by endocardial pacemaker, it is often necessary to remove the catheter electrode after a time. Usually this is tenaciously clamped to the endocardium. A simple modification has been made to the electrode to enable it to be removed easily, safely and completely.